Objective Remote monitoring (RM) of cardiac implantable electric devices (CIEDs) has been advocated as a healthcare standard. However, expert consensus statements suggest that all patients require annual face-toface follow-up consultations at outpatient clinics even if RM reveals no episodes. The objective of this study was to determine the critical event rate after CIED implantation through RM. Methods This multicenter, retrospective, cohort study evaluated patients with pacemakers (PMs), implantable cardioverter defibrillators (ICDs), or cardiac resynchronization therapy defibrillator (CRT-Ds) and analyzed whether or not the data drawn from RM included abnormal or critical events. Patients A total of 1,849 CIED patients in 12 hospitals who were followed up by the RM center in Okayama University Hospital were included in this study. Results During the mean follow-up period of 774.9 days, 16,560 transmissions were analyzed, of which 11,040 (66.7%) were abnormal events and only 676 (4.1%) were critical events. The critical event rate in the PM group was significantly lower than that in the ICD or CRT-D groups (0.9% vs. 5.0% or 5.9%, p<0.001). A multivariate analysis revealed that ICD, CRT-D, and a low ejection fraction were independently associated with critical events. In patients with ICD, the independent risk factors for a critical event were old age, low ejection fraction, Brugada syndrome, dilated phase hypertrophic cardiomyopathy and arrhythmogenic right ventricular cardiomyopathy. Conclusion Although abnormal events were observed in two-thirds of the transmitted RM data, the critical event rate was <1% in patients with a PM, which was lower in comparison to the rates in patients with ICDs or CRT-Ds. A low ejection fraction was an independent predictor of critical events.
Introduction
ments (5, 6) also suggest that all patients require annual face-to-face follow-up examinations at outpatient clinics even if RM reveals no episodes. Because the number of CIEDs has been constantly increasing (7, 8) , the workload of outpatient clinics has not been markedly reduced. As previously reported, various abnormal events are detected by CIEDs follow-up, including atrial tachyarrhythmia (ATA), ventricular tachyarrhythmia (VTA), lead failure, and abnormal battery events (1) (2) (3) (4) . However, the number of CIED patients who did not require intervention and did not need to visit an outpatient clinic was very large. If the selection of patients for CIED follow-up could be limited to those who require intervention, such as those who require additional medication or a change of medication, a change in programming, implantation of new leads, or the exchange of generator, the workload involved would dramatically decrease. To do this, determining the critical event rate in various categories and the categories that should be the focus of attention is important. The aim of the study was to evaluate whether the critical event rate differed according to various factors, including age, sex, CIED type and manufacturer, underlying heart disease, and ejection fraction.
Materials and Methods

Patient population
CIED patients in 12 hospitals (The Sakakibara Heart Institute of Okayama, Okayama Medical Center, Fukuyama Cardiovascular Hospital, Fukuyama City Hospital, Iwakuni Medical Center, Tsuyama Chuo Hospital, Kagawa Prefectural Central Hospital, Kochi Medical Center, Takamatsu Red Cross Hospital, Okayama Red Cross Hospital, Onomichi City Hospital, and Okayama University Hospital) who were followed up by the RM center in Okayama University Hospital were included in this study. The CIEDs included pacemakers (PM), implantable cardioverter defibrillators (ICDs), and cardiac resynchronization therapy defibrillators (CRT-D). The RM systems were based on periodic remote follow-ups with automatic alerts [Medtronic CareLink (MCL), Minneapolis, USA; Abbott Medical Merlin (AMM) (9) , Sylmar, USA; Boston Scientific Latitude (BSL), St. Paul, USA; BIOTRONIK Home Monitoring (BHM), Berlin, Germany]. Patients who could not visit any hospital were excluded. All patients gave their written informed consent for RM, and the study protocol was approved by the Institutional Review Board and/or the Medical Ethics Committee of each hospital.
Study design and event definitions
This was a retrospective, multicenter, cohort study. RM data were manually or automatically transmitted based on each RM system. The durations of the periodic transmission schedules were different (every 1-4 months) in each hospital. All data transmitted by RM were analyzed and summarized by medical engineers and doctors in the RM center, focusing mainly on arrhythmic and device-related events. Abnormal events were defined as ATA events, VTA events, abnormal battery voltage events (reaching less than 1 year of expected battery life or <10%), electrical abnormal events related to the leads, and others, based on the diagnosis of each device. Although the CIED diagnosis of tachyarrhythmia was sometimes wrong, the CIED diagnosis was unchanged. The reasons were that it was difficult to precisely diagnose what the tachycardia was, even though it was carefully analyzed, and the focus of this study was on critical events, not abnormal events. Only the numbers of ATA, VTA, and abnormal battery events are shown because there were many manufacturer-specific abnormal events, including a short-VV-interval counter, noise reversion, OptiVol, CorVue, and the count of premature ventricular contractions.
Abnormal events were also classified as critical or noncritical events. Critical events were defined as appropriate/ inappropriate ICD therapy (including ICD shock or antitachycardia pacing), battery depletion reaching the elective replacement indicator, lead impedance abnormality (increase in pace/sense conductor impedance >1,500 Ω or decrease in pace/sense conductor impedance <200 Ω, change in highvoltage lead impedance >125 or <20 Ω), non-physiological noise, atrial or ventricular sensing failure, atrial or ventricular pacing failure, reduction of P-or R-wave sensing amplitude by 50% of the safety margin, acutely increased atrial or ventricular pacing threshold (capture threshold >5 V or an increase in capture threshold >2 V from baseline <1 V), sustained ventricular tachycardia out of the therapy zone, and others. Previous randomized studies reported that CIEDs could detect subclinical atrial fibrillation (AF) (10) much earlier (1, 3, 6, 11) . However, because the strategy for antithrombotic therapy of subclinical AF has not been established, these events were not included as critical events in the present study. Similarly, alerts related to heart failure were excluded. Previous trials (12, 13) demonstrated the efficacy of RM as a diagnostic tool for heart failure. However, controversial results (14, 15) have also been reported, and the clinical diagnostic parameters have not been well established. The expert consensus statement (6) indicates that the use of RM as a diagnostic tool for heart failure is a class IIb recommendation.
Statistical analysis
Continuous data were summarized as the mean and standard deviation, were compared among groups using the Kruskal-Wallis test. Categorical data were summarized as the frequencies and percentages, and were compared using Pearson's chi-squared test. To account for correlations between repeated transmission measurements within patients, the generalized estimating equation (GEE) was used with a compound symmetry working correlation structure. Transmission data were compared among groups, and p values were calculated using GEE models. Multivariate analyses were performed to evaluate the correlations between covariates and critical events, and odds ratios with their 95% con- 
Results
Patient population
A total of 1,911 patients with CIEDs were registered in our database between August 2009 and March 2016. Fortyone patients were excluded due to loop recorder implantation (n=12), change in CIED generator (n=22), and change in generator manufacturer (n=7). Twenty-one patients with cardiac resynchronization therapy pacemakers (CRT-Ps) were further excluded because the number of patients with CRT-Ps was too small to be analyzed accurately. Thus, 1,849 patients [PM, n=1,168 (63.2%); ICD, n=443 (24.0%); and CRT-D, n=238; (12.9%)] patients, were analyzed (Figure) .
Patient characteristics and remote transmissions
During a mean follow-up period of 774.9±652.9 days, 16,560 transmissions in 1,849 patients were analyzed in the RM center. The mean age of the patients was 71.6±14.6 years; the mean ejection fraction was 57.7±16.2%, and 1,024 (55.4%) patients were male. The baseline patient characteristics are shown in Table 1 . Younger patients were more common in the ICD group than in the other groups, and fewer male patients were included in the PM group than in the other groups. The number of transmissions per patient was greater in ICD or CRT-D patients than in PM patients. The follow-up period in the PM group was shorter than that in the other groups. The proportions of CIED types differed among the manufacturers (Table 1) .
Abnormal events
At least one abnormal event was observed in approximately two-thirds of the data transmissions (11,040/16,565, 66.7%). The abnormal event rate in the CRT-D group was significantly greater than that in the other groups. Among the abnormal events, ATA events were most frequently observed (n=5,981, 36.1%), followed by VTA events (n=3,753, 22.7%) and abnormal battery voltage events (n=334, 2.0%). The ATA event rate was significantly lower in ICD patients, the VTA event rate was significantly lower in PM patients, and the abnormal battery voltage event rate was significantly lower in PM patients (Table 2) .
Critical events
The critical event rate was only 4.1% (676/16,560). The critical event rate was significantly lower in PM patients (0.9%) than in ICD (6.6%) or CRT-D (7.3%) patients. Among the three types of CIEDs, a major difference was observed in the critical event rate in ICD therapy (ICD, Table 2 ). Battery depletion events included premature triggering of the elective replacement indicator in 7 Enrhythm (Medtronic) devices and one unexpected battery depletion in an ICD. With the exception of ICD therapy, there were no significant differences in the critical events among the three groups.
In the multivariate analysis to assess the risk of critical events, the independent risk factors for critical events were ICD (ICD vs. PM: odds ratio, 7.895; 95% confidence interval, 3.360-18.553; p<0.0001), CRT-D (CRT-D vs. PM, odds ratio, 5.519; 95% confidence interval, 2.249-13.548; p= 0.0002), and low ejection fraction (odds ratio, 0.986; 95% confidence interval, 0.973-0.998; p=0.0232). Age, sex, baseline heart disease, and CIED manufacturer were not independent risk factors for critical events (Table 3) .
In the multivariate analysis, the risk factors for critical events in the PM and CRT-D groups could not be analyzed due to the low number of critical events. In patients with ICDs, the independent risk factors for critical events included old age, low ejection fraction, Brugada syndrome, dilated phase hypertrophic cardiomyopathy, and arrhythmogenic right ventricular cardiomyopathy rather than ischemic heart disease ( Table 4) .
Discussion
Main findings
The main finding of this retrospective cohort study was that the critical event rate was very low, although abnormal events were identified in approximately two-thirds of all data transmissions. In addition, the critical event rate in PM patients was significantly lower than that in ICD or CRT-D patients. The patients with a low ejection fraction were likely to have critical events. The expert consensus statement proposed in-hospital visits every 6-12 months for patients with PM. If the selection of patients for CIED follow-up could be limited to those who have experienced a critical event, the workload would decrease dramatically. This study is the first report to examine the factors, including devices made by various manufacturers and types of CIEDs, associated with high critical event rates in "real-world" CIED patients.
Definitions of critical events
The critical events are defined in the Methods. ATA events that required anticoagulation therapy and heart failure-related events were excluded because the strategy for intervention was not indicated, which led to a large difference in the intervention rate that was dependent on physicians. Recent CIEDs have many parameters that require precise tuning, such as AV delay, VV delay, refractory period, blanking period, pacing mode, rate response, automatic pacing threshold testing, and automatic sensitivity setting, which also showed a major difference in the intervention rate that was dependent on the physician. Although these data might have been related to the clinical intervention rate, this study only focused on critical events that definitely required intervention. Thus, the critical event rate in the present study might have been underestimated.
The critical event rate in previous reports
As reported by Facchin et al. (16) , the critical event rate was very low in the PM population. They reported that 1,882 (38%) patients had at least one clinically relevant event that required further investigation among a total of 4,965 remote transmissions; however, only 137 interventions (2.8%) were required after further investigation by expert nurses and doctors. Their critical event rate was slightly higher than that in the present study because AF events were excluded from critical events. Ricci et al. (17) also reported that 133 (6%) patients consulted a physician for further clinical evaluation, and 55 (2%) required additional intervention to restore transmission interruption of the 2,249 analyses performed by nurses, which was similar to the present results. However, the types of CIEDs in the population, which included PM, ICD, and CRT-D patients, were not analyzed.
In the present study, patients with a low ejection fraction were likely to have critical events, which was in accordance with previous reports. As previously reported, patients with a low ejection fraction were likely to have appropriate ICD therapies (18) (19) (20) , which was closely associated with critical events.
Several studies have analyzed the transmitted data of different types of CIEDs. Lazarus (21) reported that the mean numbers of events per patient per month reported by Home Monitoring to caregivers were 1.1, 0.7, and 2.1 (overall average, 0.6), for PM, ICD, and CRT-D recipients, respectively. In the ATHENS multicenter registry (22) , the preva-lence of "visit with action" (corresponding to the present "critical event") in the PM, ICD, and CRT groups was 22.8%, 18.6%, and 29.8%, respectively. In these studies, the event rate was lowest in the ICD group, but the definition of critical event was different from that of the present study. The patient characteristics, patient population, and the underlying diseases of the enrolled patients could account for the differences between our study and these previous studies.
The present study showed that the critical event rate did not differ according to device manufacturer. This result could imply that the RM system would be effective in managing the follow-up of CIED patients, regardless of the device manufacturer. de Ruvo et al. (23) compared daily RM transmission systems (BHM) to periodic RM transmission systems (BSL, MCL, and AMM) and noted that daily transmission was associated with a higher cumulative rate of actionable events. In the present study, the proportion of ICD patients with BHM was relatively low, while that of PM patients with BHM was relatively high. In addition to the different definitions of critical events, this fact might have affected the present results..
In the ECOST trial (24) , RM of ICD patients reduced costs, reducing the scheduled or additional ambulatory device evaluations per patient-year in an RM follow-up group in comparison to a conventional follow-up group. Although the present study did not show the cost-effectiveness of RM follow-up, the low critical event rate might lead to indirect cost savings.
In the ICD group, independent risk factors for critical events included Brugada syndrome, dilated phase hypertrophic cardiomyopathy, and arrhythmogenic right ventricular cardiomyopathy rather than ischemic heart disease. In patients with Brugada syndrome, it is reported that in addition to ICD therapy, adverse events, such as inappropriate ICD therapy, lead failure, or infection often occurred (25, 26) . In patients with arrhythmogenic right ventricular cardiomyopathy, it is also reported that critical events associated with ICD are likely to occur (27, 28) . However, no previous reports have compared the critical event rates among these groups.
Limitations
The present study was associated with some limitations. First, it was a multicenter, retrospective study that included a moderately sized study population. A prospective study with a larger study population could increase the reliability of these results. Second, only transmitted data and limited patient background data were analyzed in this study, whereas other data, such as comorbidities, the prognosis, and medications, were not evaluated, which have revealed other categories that should receive attention. Third, the frequency of transmissions differed among hospitals and manufacturers, which might have affected the critical event rate. However, the transmission interval was within the recommended values of between 1 and 4 months; thus, we consider that a reliable database was maintained. Fourth, in the present study, only data transmitted by RM were analyzed, real intervention events in the outpatient clinic were not. Thus, the real intervention rate may differ from the critical event rate of the present study. Lastly, the device programming and management was non-standardized, which might have also influenced the critical event rate. However, the data in this study shows "real-world" results.
Conclusion
Although abnormal events were observed in approximately two-thirds of all transmitted RM data, the critical event rate was <1% in the PM group, which was lower in comparison to the ICD and CRT-D groups. A low ejection fraction was an independent predictor of critical events. If the selection of patients with CIEDs for follow-up could be limited to those with critical events, the workload would decrease dramatically.
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